To evaluate clinical and arrhythmic outcomes in post-infarction cardiomyopathy patients implanted with a defibrillator (ICD) for primary prevention of sudden death.
Introduction
Patients with previous myocardial infarction (MI) and depressed left ventricular ejection fraction (LVEF) are at increased risk of death both from heart failure and from malignant ventricular arrhythmias. 1 Several studies have been conducted to identify patients at increased risk of sudden death and to improve their clinical management. 2 -7 In early 2002, the results of the MADIT-II trial were published: this was the first study that randomly assigned patients to receive a defibrillator or optimal medical therapy on the basis of reduced LVEF alone. After a mean follow-up of 20 months, the study was terminated when the pre-defined reduction of 30% in all cause mortality was reached by patients in the defibrillator arm. 8 After MADIT-II investigators published their conclusions, a debate emerged on the translation of the expected benefits from strictly controlled trial to 'routine' clinical practice. Because of the potentially large number of patients eligible for this form of therapy, there was also some concern with the financial burden arising from broadening indications for ICD implants. 9 -12 Additional risk stratification was sought to better target the candidates for implantation, aiming to increase the cost-effectiveness of defibrillator therapy. 9,13 -16 The prognostic value of several techniques (microvolt T-wave alternans, QRS width, baroreflex sensitivity tests) has been investigated without strong evidence of benefits in terms of patient selection. 17 -19 Programmed ventricular stimulation also played an uncertain role in these selection as previous studies 6, 7 had enrolled patients when inducible, with no direct comparison performed between inducible and non-inducible subjects. The MUSTT registry 20 included also non-inducible patients to demonstrate that inducibility was a strong risk factor for cardiac arrest. Conclusions, however, were that non-inducible patients were also found at increased risk, albeit a risk lower than that observed when inducible. The high number of defibrillators implanted in the last 5 years should provide an important source of data to compare with MADIT-II patients.
The Survey to Evaluate Arrhythmia Rate in High-risk MI patients (SEARCH-MI) was created in 2002 to document such a comparison by prospectively evaluating the arrhythmic rate, ICD interventions, and adherence to trial-based recommendations on post-MI patients in regular clinical practice. The aim of this paper is to present the interim data on a selection of patients approximately matching the MADIT-II enrolment criteria and to compare the baseline characteristics and outcome of patients found during routine clinical practice with those from the defibrillator arm of the MADIT-II population.
Methods
The SEARCH-MI registry was designed as a multi-centre, prospective, observational study, sponsored by Medtronic. Patient enrolment started in July 2002 (as a consequence of the MADIT-II publication) and this interim analysis was set as of 1 October 2006 for patients with at least one recorded follow-up beyond 70 days.
The only inclusion criteria applicable to this observational study were those related to the MADIT-II publication: 8 MI one month or more before entry, LVEF lower than 30%, without coronary revascularization within the preceding 3 months. Exclusion criteria were: implantation of ICD as secondary prevention of sudden death, age ,18 years, unwillingness or inability to participate in data collection, and any condition listed as class III in guidelines for defibrillator implantation. 21 There was no upper age-limit.
The primary objective of this registry was to prospectively evaluate adherence to trial-based recommendations on post-MI patients in routine clinical practice. Arrhythmic rates, ICD intervention, and other clinical data were collected to establish device usage and report data on device therapy for ventricular tachyarrhythmia. A second goal was to qualify time to the first appropriate treatment for ventricular arrhythmia, detailing anti-tachycardia pacing (ATP) and the more symptomatic cardioversion shocks; cumulative percentage of ventricular pacing (as stored in device memory); clinical events (death due to any cause, rate, and length of hospitalizations for heart failure).
The patients enrolled underwent defibrillator implantation according to standard techniques: single-chamber, dual-chamber, or biventricular devices were implanted per treating physician prescription. All the devices were Medtronic Inc. market-released defibrillators.
Device programming was empirical. Follow-ups were scheduled and performed according to the standard follow-up visit scheme of the participating centres. No additional procedures beyond regular practice were required. Data on demographic and clinical characteristics (medical history, LVEF, NYHA class, QRS width, medications, arrhythmic history) were collected at baseline. At each follow-up examination, patient related data (clinical status, NYHA class, heart failure and other-related hospitalizations, drug therapy changes, atrial fibrillation occurrence) and device-derived data (ventricular arrhythmia documented by the ICD, ICD interventions, percentage of ventricular pacing) were collected. Data obtained from ICD interrogation were stored centrally on a diskette.
The cause of death was provided by the attending physician or collected from clinical records. Deaths were classified according to the following scheme:
Death occurring in the first hour from the onset of symptoms was defined as sudden death; 22 Death resulting from a cardiac event was defined as cardiac death.
Unwitnessed deaths were classified as sudden and to qualify unreported mortality and patients lost to follow-up, patient's information was retrieved from the regional demographic service. Ventricular arrhythmias appropriately fulfilling the detection criteria of ICD devices were defined as 'sustained ventricular arrhythmias'. This definition is different from the conventional definition of sustained ventricular arrhythmias (i.e. tachycardia lasting more than 30 s or causing hemodynamic collapse).
Classification of the spontaneous episodes and ICD therapies (both appropriate and inappropriate) stored in the device memory were adjudicated by a committee of five physicians in a blinded review process based on an internet platform (Web-EGM database); each episode was independently reviewed by at least two physicians: in the event of disagreement, a third expert contributed to the final adjudication. Arrhythmic events were reported separately as appropriate detections and appropriate therapies to avoid bias from devices programmed in the monitoring state.
The interim survival analysis of patients was based on data available on the stated analysis cut-off date (1 October 2006) including follow-up status, normal study termination, and reported mortality. The protocol was approved by the local ethics committees where required by national law and all patients gave their informed consent.
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Statistical analysis
Descriptive statistics were used to characterize the patient population. Univariate comparisons between the baseline characteristics of the patients, with and without ventricular tachyarrhythmia were performed by means of the log-rank test for categorical variables and non-parametric or parametric t-test for continuous non-Gaussian or Gaussian variables, respectively. Relative risk and 95% confidence intervals were calculated for each categorical variable as a predictor of life-threatening arrhythmia in the Cox regression model. KaplanMeier estimates of the time from baseline to endpoints were computed by means of a log-rank analysis. A value of P , 0.05 was considered significant and no correction for multiple testing were applied. Univariate comparisons of the baseline characteristics between the patients enrolled in the MADIT-II trial and the SEARCH-MI patients were made by means of the x 2 test.
Study limitations
The study has limitations inherent to its design which include its observational nature, the non-consecutive enrollment, the potential influence of changing guidelines and landmark trials on the enrollment and inclusion of the patients. The study was a sponsored registry with data electronically collected from Medtronic devices: it was not designed to provide data from devices produced by other manufacturers. For this reason, there is a doubt that 100% of the post-MI patients admitted in the hospital with potential guideline criteria were enrolled in the study. In addition, the study was initiated just after the publication of the MADIT-II trial: it is highly probable that a certain number of patients with indication to ICD implant may not have received an ICD.
The non-consecutive screening and the non-randomized design prevent the interpretation that ICDs improved outcomes.
Results
This interim analysis covers clinical and follow-up data of 556 patients enrolled between July 2002 and October 2005. These were derived from 48 participating centres in four countries with the major contribution from Italy (75%), Germany (22%), Israel (2%), and Austria (1%) completing the patient cohort. The mean follow-up period was 17 + 10 months and the patients were followed on average 4.8 + 2.3 times including enrollment (implant) visit (range [1] [2] [3] [4] [5] [6] [7] [8] [9] [10] [11] [12] [13] [14] . Demographic and baseline data and the comparison with those of the ICD arm of the MADIT-II trial are shown in Table 1 .
The most significant difference in patient characteristics is the increased high-degree NYHA classification (NYHA II ¼ 35% in MADIT-II vs. 46% in SEARCH-MI, P , 0.0001; NYHA III ¼ 25% in MADIT-II vs. 43% in SEARCH-MI, P , 0.0001) and more left bundle branch block (LBBB) (19% in MADIT-II vs. 31% in SEARCH-MI, P , 0.0001). SEARCH-MI patients were less likely to have coronary artery by-pass grafting, were more frequently treated with diuretics (86% vs. 72%, P , 0.0001) and less frequently with statins (48% vs. 67%, P , 0.0001); the treatment rate with b-blockers (P ¼ 0.014) and amiodarone (P , 0.0001) was slightly higher in SEARCH-MI. Twenty-five per cent of SEARCH-MI patients received a dual-chamber ICD vs. 44% in MADIT-II (P , 0.0001); 25% of the SEARCH-MI population received a biventricular device (such devices were not used in the MADIT-II trial). The mean time between MI and ICD implantation was 7.4 years, comparable to the 6.7 years reported in MADIT-II (P ¼ 0.059).
Main clinical events
No deaths or major complications (infections, cardiac tamponade, hemo-pneumothorax) due to the ICD implantation procedure were reported. During follow-up, 33 patients (5.9%) had their device replaced: 27 patients for industry recall; 4 patients for up-grading to biventricular pacing; 2 patients for device end of life.
Total mortality was 10.4% (58 out of 556 patients); KaplanMeier analysis showed a 2-years 'all cause mortality' of 14.4%, close to the 16% reported by MADIT-II (P ¼ ns) (Figure 1 ).
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The cardiac mortality rate was 3.42% (19 out of 556 patients); 12 patients experiencing sudden death. The Kaplan -Meier estimate showed a 2-year sudden cardiac death of 2.95%, compared with the 4.9% of MADIT-II (Figure 1 ).
The mean percentage of ventricular pacing observed in SEARCH-MI patients was 89% in the CRT group and 16% in the non-CRT group.
Arrhythmic events
A total of 992 episodes were adjudicated as true ventricular episodes: 167 out of 556 patients (30%) presented with at least one true ventricular arrhythmic detection. In 127 patients (23%) at least one appropriate therapy was delivered: ATP in 85 patients (15%) and shock in 74 patients (13%). These include 32 patients (5.8%) which received both ATP and shock. Several patients had multiple events. The Kaplan-Meier curves illustrate a 2-years incidence of 31% for appropriate therapy (Figure 2) . These results are close to those observed in MADIT-II. 24 In 102 out of 556 patients (18%), a total of 516 tachyarrhythmia episodes were inappropriately detected and stored by the ICD. Overall, an inappropriate device therapy was delivered in 58 of 556 patients (11%), of which 32 patients (6%) received inappropriate shocks.
Ventricular oversensing resulted in 26 events (8 patients) being treated with inappropriate shock. There were 178 episodes of inappropriately treated Atrial Tachy-arrhythmia distributed in 45 patients receiving 103 ATP and in 25 patients who received 75 inappropriate shocks.
These episodes were further classified by the expert reviewers as Sinus Tachycardia (49 episodes, 27%), Atrial Fibrillation/flutter (74 episodes, 41%), and Atrial Tachycardia (55 episodes, 31%).
The mean cycle length of arrhythmic episodes treated by ATP was 328 + 33 ms for appropriate events and 369 + 34 ms for inappropriate therapy (P , 0.0001). The mean cycle length of arrhythmic episodes treated by shock was 322 + 47 ms for appropriate interventions and was slightly longer at 350 + 31 ms for inappropriate shocks (P , 0.0001).
The incidence of inappropriate device detections and therapies may have related to device programming.
The only two baseline characteristics predictive of appropriate defibrillator therapy were gender (Figure 3 ) (25% incidence in males vs. 5% in females, P ¼ 0.0009) and history of non-sustained ventricular tachycardia (NSVT) (24% incidence in patients with NSVT vs. 18% in patients without NSVT, P ¼ 0.037). NYHA class, QRS width, history of syncope, diabetes, cumulative ventricular pacing, and LBBB were not predictive of arrhythmic events.
No differences were observed when stratified by device type (single/dual-chamber /biventricular) for inappropriate defibrillator intervention.
Discussion
The SEARCH-MI registry represents the routine management, between 2002 and 2005, of (mostly) Italian and German patients with post-MI cardiomyopathy and depressed LVEF treated with ICD for the primary prevention of sudden death. No mandatory device selection, programming, or medical therapy was defined in the protocol. This approach is expected to complete data published by selective, prospective, randomized clinical trials and is able to evaluate the adherence to guidelines in medical practice. For this reason, the data obtained by our registry have been mainly compared with those coming from the MADIT-II study, the first large scale randomized clinical trial for primary prevention of sudden death in ischaemic patients.
The incidence of ventricular tachyarrhythmia therapy is similar in SEARCH-MI and in MADIT-II and can be interpreted as a confirmation of the high arrhythmic risk of these patients. Notwithstanding the poorer clinical status of SEARCH-MI patients, the analysis showed a similarity in all cause mortality with the populations of MADIT-II and of another recently published study. 25 This observation might be explained by different hypotheses: about a quarter of the patients were treated with CRT devices while no MADIT-II patients were treated with CRT; moreover the SEARCH-MI registry started in 2002, 5 years after MADIT-II started. In this time interval the clinical management of ischaemic cardiomyopathy has improved. In the light of these important clinical differences, the comparison with the MADIT-II population should be viewed with caution. In addition, enrolment started just after the publication of MADIT-II trial results: at that time, according to ACC guidelines, 21 the implantation of an ICD in this setting had a class IIa (with a level of evidence B) indication and clinicians did not extensively treat their post-MI patients with defibrillators to prevent sudden death. The vast majority of enrolled patients received the indication to implantation mainly during hospital admission for other causes (almost always chest pain or decompensated heart failure): perhaps this explains the more advanced NYHA class of registry patients compared with the MADIT-II population.
It also highlights the strength of an observational study which is expected to follow the routine cardiology patient and reflect changes in clinical practice. Hence the SEARCH-MI enrolment was affected by the results of the SCD-HeFT, 26 
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A total of 992 ventricular tachyarrhythmia episodes were recorded over the 17 months follow-up period. Considering that the time lapsed between the last MI and ICD implantation was much longer than the study follow-up period, this finding confirms that not all ventricular tachyarrhythmia episodes should be regarded as potentially lethal events. In support to this is the observation that only 23% of the patients received device treatment while 30% of patients showed sustained ventricular arrhythmias fulfilling the device detection criteria. Some patients also had VT therapy programmed off with detection programmed as monitoring-only, up to the first arrhythmic event. We could speculate that arrhythmogenic device effects should be low in view of the low (16%) ventricular pacing observed in the non-CRT patients during follow-up.
The evolving nature of the left ventricular remodelling process overtime and the fact that the substrate may take time to form may explain why devices stored such an amount of arrhythmias after implantation; moreover, some ventricular tachyarrhythmia would have been self-limited but lasted long enough to prompt ICD intervention.
The incidence of inappropriate therapy in our series was comparable to that observed in the MADIT-II trial and was not influenced by the device type (dual-vs. single-chamber). Almost all inappropriate interventions were triggered by supraventricular tachyarrhythmia with cycle lengths significantly longer than appropriately treated ones.
These observations suggest a need to tailor device programming, perhaps by narrowing the VT/VF detection window and prolonging detection time, which could help reduce inappropriate or unnecessary ICD interventions.
The only significant risk stratifiers and predictors of appropriate ICD firing were gender 30 and history of non-sustained VT before enrolment, confirming other published results. Although ICD firing and device therapies (ATP) are not considered appropriate surrogate endpoints for sudden cardiac death, some parallel can be drawn considering the risk stratification markers reported in the literature.
There is conflicting literature on the relationship to arrhythmic events: the fact that QRS width was not predictive of appropriate ICD firing in the SEARCH-MI comes as a confirmation of many other studies on ischaemic patients. Some comparisons may be done with baseline characteristics of other study populations: the PAIN-Free II sub-analysis reported no association between prolonged QRS duration and rapid VT/VF events 31 and a poor association between QRS duration and SCD in the ICD-implanted arm of the MADIT-II study, 32 whereas QRS duration was only associated to the non-device arm of the EVEREST Heart failure study, 33 and has not been found useful for predicting all cause mortality in SCD-HeFT, also following heart failure patients. Numerous explanations come into play: as QRS duration has been used, in the past, to select patients for implantation, there is the statistical possibility of a 'regression to the mean' and considerable bias in the accuracy and round-off errors for these manual measurements. In addition, QRS is only measured once at baseline and this may not reflect the time-dependence and evolution of the ischaemic disease.
SEARCH-MI also confirms, in routine practice, that fewer women seem to be enrolled with ICDs and that they were less likely to experience ventricular arrhythmia, thus confirming previous observations. 30 -34 They seem consistent with some epidemiological observations which point to a reduced susceptibility of women to ventricular arrhythmia in the setting of post-MI cardiomyopathy. 35 The lower incidence of women in these studies is also reflected in the almost 3-fold higher probability of receiving an ICD in the US centers for Medicare & Medicaid report (1991) (1992) (1993) (1994) (1995) (1996) (1997) (1998) (1999) (2000) (2001) (2002) (2003) (2004) (2005) observed in the 136 421 patients sample from their primary prevention cohort sample. 36 The study shows that ICD implantation is very safe as previously reported. 37 In fact, no deaths or major complications due to the procedure were reported in the registry.
In conclusion, the observational SEARCH-MI registry demonstrates that routine clinical practice in European patients can replicate the results of therapeutic interventions observed in the more selected MADIT-II trial populations. 
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